A high-brilliance synchrotron P12 beamline of the EMBL located at the PETRA III storage ring (DESY, Hamburg) is dedicated to biological smallangle X-ray scattering (SAXS) and has been designed and optimized for scattering experiments on macromolecular solutions. Scatterless slits reduce the parasitic scattering, a custom-designed miniature active beamstop ensures accurate data normalization and the photon-counting PILATUS 2M detector enables the background-free detection of weak scattering signals. The high flux and small beam size allow for rapid experiments with exposure time down to 30-50 ms covering the resolution range from about 300 to 0.5 nm. P12 possesses a versatile and flexible sample environment system that caters for the diverse experimental needs required to study macromolecular solutions. These include an in-vacuum capillary mode for standard batch sample analyses with robotic sample delivery and for continuous-flow in-line sample purification and characterization, as well as an in-air capillary time-resolved stopped-flow setup. A novel microfluidic centrifugal mixing device (SAXS disc) is developed for a high-throughput screening mode using sub-microlitre sample volumes. Automation is a key feature of P12; it is controlled by a beamline meta server, which coordinates and schedules experiments from either standard or nonstandard operational setups. The integrated SASFLOW pipeline automatically checks for consistency, and processes and analyses the data, providing near real-time assessments of overall parameters and the generation of low-resolution models within minutes of data collection. These advances, combined with a remote access option, allow for rapid high-throughput analysis, as well as time-resolved and screening experiments for novice and expert biological SAXS users.
Versatile sample environments and automation for biological solution X-ray scattering experiments at the P12 beamline (PETRA III, DESY) 
Introduction
Small-angle X-ray scattering (SAXS) is an experimental technique that is used to extract global structural parameters and shape information in the scale ranging from nanometres to a micrometre. Every material with inhomogeneous electron density can be probed using SAXS, which is routinely employed to probe the structures of polymers (Chu & Hsiao, 2001) , tissues (Paris et al., 2000; Ferná ndez et al., 2002) , alloys and ceramics (Fratzl, 2003) as well as biological macromolecules and nanocomposites in solution (Blanchet & Svergun, 2013; Spilotros & Svergun, 2014) . The scattering from solutions is usually isotropic owing to the random position and orientation of particles, and the scattering intensity I(s) is presented as a function of momentum transfer s = 4 sin /, where 2 is the scattering angle and is the wavelength of the X-rays. Biomacromolecular solution SAXS presents unique experimental challenges. Proteins, nucleic acids, lipids and carbohydrates have low contrasts relative to their typically aqueous solvents (i.e. the difference in electron density between the dissolved particles and the solvent is small). Consequently, the solute scattering intensities obtained after subtraction of the solvent scattering are generally very weak. Moreover, pure and stable biological samples can be difficult to produce in quantity, and these often precious samples can be potentially affected by X-ray radiation damage, resulting in the production of aggregates that spoil measurements. Dedicated synchrotron BioSAXS beamlines must take these complications into account and balance the advantages afforded by high-brilliance sources that open new avenues of structural investigation -such as high-throughput screening operations, in-line component separation, real-time kinetics and microfluidics -with the constraints imposed by the fragility and availability of biological samples.
Recently developed approaches to extract rich structural information from SAXS data on a broad range of molecule sizes and experimental conditions have led to a dramatically increased popularity of solution SAXS as both a standalone and complementary tool for structural biologists (Lipfert & Doniach, 2007; Graewert & Svergun, 2013) . Several beamlines partly or entirely dedicated to BioSAXS have been built over the past few years (David & Pé rez, 2009; Classen et al., 2010; Blanchet et al., 2012; Nielsen et al., 2012; Kirby et al., 2013; Labrador et al., 2013; Pernot et al., 2013) . Many of these instruments have been engineered to optimize the collection of weak scattering signals in combination with new sample handling environments and devices for specialized experiments. The EMBL X33 beamline located on the DORIS III storage ring (DESY, Hamburg) was one of the first SAXS beamlines entirely dedicated to the analysis of biological macromolecules. The significant advances in hardware and in software made at X33 Blanchet et al., 2012) have been transferred to the new P12 BioSAXS beamline at the storage ring PETRA III (synchrotron DESY, Hamburg). The beamline constructed and run by EMBL in Hamburg with a Collaborative Access Group contribution from the Helmholtz-Zentrum Geesthacht (HZG) has now been in full operation since 2013 with an extensive user program. P12 utilizes a focused monochromatic X-ray beam from an undulator source and offers high brilliance and reduced background coupled with automated sample handling, data collection and processing protocols for a variety of solution scattering experiments. This manuscript is devoted to describing the automation and possibilities available at P12 for performing various types of biological solution scattering experiments. In addition to a fully automated and remote high-throughput operation with a robotic sample changer, sample environments and control systems have been developed for in-line size-exclusion chromatography component separation with additional detectors, as well as a stop-and-flow device for fast-time kinetics. A novel microfluidic system for ultra-low sample volume handling and mixing, the SAXS disc, has been developed for concentration, additive or stability screening.
P12 beamline overview
In this section, we shall give a brief summary of the design and of the relevant characteristics of P12, as well as presenting more specific developments making the beamline especially suitable for the solution scattering experiments. Monochromatic X-rays of the P12 BioSAXS beamline are sourced from the controllable-gap low-divergence U29 undulator of PETRA III. A double-crystal Si(111) monochomator allows tuneable energy selections between 4 and 20 keV ( = 0.06-0.3 nm), with a typical default energy of 10 keV ( = 0.124 nm) used for most operations. Adaptive bimorph mirrors in a Kirkpatrick-Baez geometry combined with a three-pair slit collimation produce a close to one-to-one optics that conserves the low divergence of the source, delivering an intense (10 13 photons s À1 ) highly focused small beam to the sample position (120 Â 200 mm full width at half-maximum). The entire beamline (source-to-detector length of 83 m), including an adjustable detector tube (sample-detector distance of 1.6, 2.1, 3.1, 4.1 or 6.1 m; usually 3.1 m), remains under vacuum for standard quartz capillary sample cell measurements. Any nonstandard sample environment can be positioned into the beam using an in-air configuration, with Kapton sealing windows across an air gap of a few centimetres, aided by motorized x-y sample stages and an on-axis camera.
For biological solution scattering experiments the fraction of photons scattered by the solutes is exceptionally low, of the order of 10 À6 of the incident photons (Stuhrmann, 1980) . In order to properly extract the weak scattering signal from the target of interest it is necessary that (a) the scattered photons are collected with a low-noise detector, (b) parasitic scattering from the optical components of the beamline is minimized, (c) the data are accurately normalized to the beam intensity and transmittance of the sample, and (d) means are available to reduce the effects of radiation damage. Below, solutions implemented at P12 to meet these requirements are briefly described.
Detector
The P12 beamline is equipped with a hybrid photoncounting pixel detector (Henrich et al., 2009) having practically no detector readout noise, a high (20 bits) dynamic range and a short (few ms) readout time. The Pilatus 2M detector (Dectris), consisting of 1475 Â 1679 pixel (172 Â 172 mm) modular arrays with a total active area of 253.7 Â 288.8 mm, is mounted on railings for motorized translation between the five positions spanning 1.6-6.1 m. The detector can be offset such that at the default position of 3.1 m, at an energy of 10 keV ( = 0.124 nm), the SAXS data are recorded in the range s = 0.02-4.5 nm
À1
, corresponding to a real-space resolution of 300-1.5 nm. By varying the sample-detector distance and, if necessary, the beam energy momentum transfers down to s = 0.006 nm À1 and up to 16 nm À1 are reached (resolution from 1000 to 0.4 nm).
Reducing instrument background: scatterless slits
Every component in contact with the beam (the sample cell, windows, optical elements, slits and air) may scatter X-rays that will contribute to the instrument background. As biological macromolecular SAXS is contingent on the accurate subtraction of all background scattering contributions, reducing the effects of parasitic scattering is vital not only to improve signal-to-noise ratios in the data but also to remove sources of scattering that may perturb the extraction of structural parameters. The instrument background at P12 was research papers originally reduced by a standard three-paired-slits collimator system (slits 2, 3 and 4 in Fig. 1 ), where (a) slits 2 define the beam and adjust the flux, (b) slits 3 cut out the parasitic scattering fan coming from the optics and passing through the first pair of slits, and (c) the last pair of slits (slits 4) remove the weaker secondary scattering produced by the second pair of slits. However, the last pair of guard slits can still produce strong parasitic scattering, especially at low angles (Fig. 2) . To further reduce this background the last pair of guard slits has been replaced by hybrid scatterless slits. These are composed of heavy metal blades with the monocrystal lateral edges oriented far from any Bragg peak position with respect to the incident beam (Li et al., 2008) . The scatterless slits installed at P12 (from Xenocs, Sassenage) can sustain a higher radiation load, compared with regular guard slits, without producing significant parasitic scattering and they significantly reduce the overall instrument background (Fig. 2) .
Accurate data normalization: a miniature active beamstop
A crucial step in solution scattering data processing is the subtraction of the solvent scattering from that of the sample, and these two independent patterns must be appropriately normalized to take into account possible variation in the beam flux and differences in transmission. This operation can be conveniently accomplished by using an active beamstop. The principal function of a beamstop is to prevent the primary beam from hitting the detector. Moreover, the beamstop position in front of the detector also provides an optimal place to measure the transmitted beam flux during the course of exposure. Division of the measured intensities by the monitor of the transmitted beam allows one to account for both the incoming flux and transmission differences. A new miniature 2 mm-diameter active beamstop has been developed and installed on P12. The accurate estimation of the beam flux is based on an indirect detection of X-rays using a pin diode (Fig. 3) as opposed to direct pin diode X-ray measurements (Ellis et al., 2003) . Taking the indirect approach significantly extends the diode lifetime and overcomes the size limitations of classical pin diode beamstops, thus allowing one to register smaller angles at the given detector position. Specific details of the new miniature beamstop technology are presented by Blanchet et al. (2015) .
Reducing radiation damage: beam attenuators
Radiation damage to biological samples resulting in the formation of aggregates can cause significant problems at high-brilliance synchrotron X-ray sources. The P12 beamline is equipped with a beam attenuator composed of three filter wheels, each wheel containing ten holders for attenuating foil. Nine of these holders house attenuation foils of different thicknesses (aluminium foil of 6-54 mm for the first wheel, and of 60-540 mm for the second wheel, and titanium foil of 75-675 mm for the last wheel) and one holder is kept free. Different combinations of the wheel rotations allow a total of 1000 options of the degree of attenuation (e.g. at 10 keV, from a factor of 0.96 to 2.10 À15 ) to be selected. Beam attenuation can thus be finely tuned and tailored to the properties of specific samples to achieve optimal balance between lowering the useful signal and reducing the effects of radiation damage (Jeffries et al., 2015) . 
Dedicated sample environments for in-vacuum measurements
As virtually any element in the path of the beam is a source of parasitic scattering the ideal sample holder should be placed in vacuum. In-vacuum sample holders avoid the scattering from the gas molecules in the air gap and eliminate the X-ray absorption and scattering by the extra windows, thus reducing the background scattering (Dubuisson et al., 1997) . In this section, the sample environments allowing for in-vacuum measurements are described.
Measurement cell
The standard SAXS sample cell configuration at P12 consists of a horizontal thermostated (278-323 K) quartz capillary with 50 mm-thick walls and a 1.7 mm path length housed in a specialized stainless steel pod for in-vacuum measurements. Quartz exhibits good mechanical stability in vacuum with inherently low X-ray absorption and scattering properties that in combination with the in-vacuum setup improve significantly the signal-to-noise ratio in the data. Quartz is chemically stable and bio-inert towards most biological macromolecules and their solution buffers and is thus an ideal material for housing a diverse range of samples. The optimal sample thickness varies depending on the energy [e.g. at 8 keV, the optimal path length is 1 mm (Glatter & Kratky, 1982) ]; however, for the standard BioSAXS experiments performed at P12 at high flux, the 1.7 mm standard cell (optimal for 9.5 keV photons) suffices for most data collection requirements between 6 and 20 keV.
The stainless steel pod that houses the capillary has been designed to be easily changeable in case of a leak or irreversible capillary fouling. The universal adaptors of the pod allow for the connection of multiple sample delivery devices, enabling both manual and automatic sample loading. Typically, samples (with a volume between 20 and 35 ml) are delivered to the capillary for continuous-flow SAXS measurements using a third-generation EMBL/ESRF sample changer (see below). Continuous flow significantly reduces the effects of X-ray radiation damage (Lipfert et al., 2006) . Automated loading of very low sample volumes (5 ml) for static sample data collection is also possible as well as manual sample loading via syringe or using alternative sample delivery systems, for example, the eluent from size-exclusion columns used for component separation experiments (see below).
Batch-mode analysis: the EMBL/ESRF automated sample changer
The first use of sample-changer robots on a SAXS beamline was less than a decade ago, and many modern SAXS facilities are now equipped either with adapted commercial products (David & Pé rez, 2009; Classen et al., 2010; Kirby et al., 2013) or with devices specifically developed for solution SAXS (Round et al., 2008 (Round et al., , 2015 Blanchet et al., 2012; Nielsen et al., 2012) . The P12 automated sample-changer robot was built as a collaborative effort between EMBL-Hamburg, EMBL-Grenoble and ESRF. This machine has been designed for BioSAXS experiments, specifically tailored for high-throughput handling and for a controlled delivery of samples into the exposure cell. Here, we give an overview of the robot and its integration in the beamline; a detailed description is presented elsewhere (Round et al., 2015) .
Samples are measured at different concentrations, typically between 0.5 and 10 mg ml
À1
, to detect interaction between the solutes. Between 10 and 40 ml of solution is required for each research papers measurement and can be stored along with their corresponding buffer in the sample changer. The sample storage plate accommodates PCR-tube strips (4 Â 8 Â 200 ml tubes), 1.5 ml Eppendorf tubes, 96 well plates and 96 sample deepwell blocks. In total, more than 200 samples can be stored in the plate. The block is temperature controlled and is covered with a metal capping plate to limit water condensation and sample evaporation during and between SAXS measurements. Sample volumes (5-35 ml) are transferred to the SAXS capillary using a polytetrafluoroethylene-lined needle driven by a precision syringe pump. Samples are loaded using built-in protocols that drive the sample storage plate to the fixedposition needle as opposed to moving the needle to the sample plate. This design ensures that the length of the tubing between the needle entry point and the measurement cell can be kept constant and as short as possible. We have found these conditions to be critical for consistent and reproducible sample loading into the SAXS capillary. The dead volume of the system is of the order of 1-2 ml, depending on sample adsorption. The precision pump can be programmed to perform continuous flow or static sample SAXS measurements and, if necessary, can be driven in reverse to recover samples after data acquisition.
The accurate positioning of the sample in the capillary is monitored by a camera and automated through image processing. Data acquisition is triggered by the beamline meta server software (BMS) and, for most standard operations, the sample undergoes continuous flow during the measurement. The sample flow rate is determined automatically by the amount of sample and by the total exposure time, typically divided into 20 Â 50 ms exposures for a total of 1 s. After the SAXS data have been collected, the sample is either flushed to waste, or recovered, and a subsequent automated washing cycle cleans the sample capillary. The wash cycle consists of successive rapid-flow detergent-ethanol-water and MilliQwater flushes, followed by high-pressure drying with filtered air. Capillary drying is monitored by a camera using image processing techniques to prevent residual water from the wash cycle contaminating the subsequent samples. The full cycle consisting of the sample loading, data acquisition, capillary washing and drying takes approximately 50 s. The operation of the robotic sample changer is highly reliable; during the beam year in 2013, over 85 000 samples were measured and only five malfunctions were detected.
Online sample purification and characterization
A batch mode using a robotic sample changer is generally applicable for most BioSAXS solution scattering experiments. However, some samples may have an inherent tendency to aggregate or oligomerize over time and consequently exist as mixtures of components in solution. As the X-ray scattering by a particle scales with the square of its volume, the presence of even small quantities of aggregates or oligomers can significantly complicate data analysis and interpretation. The separation of aggregates from a target of interest, or the separation of oligomeric mixtures into their respective individual components, is possible at P12 using size-exclusion chromatography (SEC). [For examples of other SEC-SAXS setups, see Mathew et al. (2004) , David & Pé rez (2009) , Kirby et al. (2013) and Round et al. (2013).] Between 50 and 100 ml of sample at 5-10 mg ml À1 are manually injected onto a selected analytical SEC column (1-24 ml, e.g. a Superdex 200 Increase 10/300 GL) and pumped through the column under continuous flow (0.4 ml min À1 ) using an isocratic pump (Viscotek VE-1122). Although the sample is diluted in the chromatography column, meaningful SAXS data can be acquired from the sample components as they elute from the column matrix by connecting the output to the sample capillary. The SAXS data collected before the solutes flow out of the column can be used for matched buffer subtraction. At P12, the SEC-SAXS experiments can additionally be combined with a triple detector array (TDA 305, Malvern Instruments) consisting of right-angle laser light scattering (RALLS), refractive index (RI) and ultraviolet (UV) detectors. This output can then be correlated with the SAXS forward scattering intensities [I(0)] to cross-validate the molecular weights (MW) of the eluting species.
3.3.1. SEC-SAXS example: ovalbumin. The advantages offered by SEC-SAXS are illustrated in Fig. 4 , where ovalbumin data obtained from batch-mode SAXS and SEC-SAXS are compared. Chicken ovalbumin was acquired from GE Healthcare. For SEC-SAXS/TDA analysis the samples were dissolved in 100 mM Tris pH 7.5, 150 mM NaCl, 5% glycerol at a concentration of 15 mg ml À1 . The sample was filtered through a 0.2 mm centrifugal filter unit (Millipore) prior to loading on to the Superdex 200 10/300 column. The final solute concentrations were determined by measuring the absorbance at 280 nm (Thermo Scientific NanoDrop ND-1000) and using Experimental SAXS curves of ovalbumin collected with the sample changer (top) and with online SEC (bottom; offset by one order of magnitude). The online SEC curve is noisier than the sample changer curve because of the much lower solute concentration, and the higher angle data (for s > 1.5 nm À1 ) have been re-binned with a binning factor of five for better visualization. The grey lines represent in both cases the fits by the curve computed from the atomic structure. Inset: ab initio model of the ovalbumin monomer (orange) built from the SEC-SAXS experimental curve; the aligned atomic structure is represented in blue for comparison. calculated extinction coefficients expressed as " 1% (10 mg ml À1 ) from ProtParam: " ovalbumin = 7.32. A clear misfit is observed between the experimental scattering obtained in batch mode and the scattering calculated using CRYSOL (Svergun et al., 1995) from the crystallographic monomer of the protein [Protein Data Bank (PDB) code 1ova (Stein et al., 1991) ], yielding a discrepancy 2 = 5.6. Notably, at low angles the experimental scattering intensity is systematically higher than that of the model, and the experimental radius of gyration R g significantly exceeds the model one (3 nm versus 2.5 nm, respectively) suggesting that larger species exist in the sample, presumably consisting of ovalbumin oligomers.
In addition to the SEC-SAXS data, the TDA setup was used for a further characterization of the sample (Fig. 5) . The RI/RALLS/UV elution trace displays the main peak after 2300 s, which correlates well with the expected MW of ovalbumin monomers (MW RALLS = 47.8 kDa; MW expected = 43 kDa) and a weaker peak corresponding to an ovalbumin dimer. Each SAXS frame collected is processed as described in x5.3 and the radius of gyration and forward scattering computed from the different frames are also plotted in Fig. 5 against the elution time. The traces of I(0) and R g are consistent with the other spectroscopic traces, although the multimer is hardly detected by SAXS because of its low concentration. The automated averaging of the individual SAXS data frames spanning the peak produces a final SAXS profile yielding an R g value of 2.5 nm, in agreement with the R g value computed from the monomer atomic structure. Furthermore, the calculated model intensity from the crystal structure (PDB ID: 1ova) shows a significant improvement in the fit against the experimental data ( 2 = 2.02). A low-resolution ab initio bead model automatically generated by the pipeline using DAMMIF models for initial search and DAMMIN for refinement (Svergun, 1999; Kozin & Svergun, 2001; Volkov & Svergun, 2003; Franke & Svergun, 2009 ) aligns well with the previously solved crystal structure (Fig. 4) . This example illustrates the utility of SEC-SAXS with TDA for extracting individual component scattering data from polydisperse samples. Although a SEC-SAXS/TDA run takes significantly more time than a batch-mode sample changer measurement (about 0.5-1 h versus 3 min) and requires higher sample concentrations and volumes, the technique is extremely valuable for the analysis of complex systems.
Experimental setups for nonstandard SAXS experiments
The in-vacuum capillary is an optimal setup for automated, high-throughput and on-line purification studies of solutions, but for certain types of experiment this setup is not feasible. It may be necessary, for example, to perform experiments in solution with aggressive chemicals or at extreme temperatures; gels and tissues may require specialized sample holders, etc. This section presents some of the nonstandard experiments performed at P12 using specifically tailored in-air sample environments. These include, but are not limited to, high-temperature investigations, stopped-flow time-resolved kinetic experiments, and a microfluidic sample screening platform, the SAXS disc, for the rapid mixing and analysis of sub-microlitre sample volumes.
The in-air setup
The sample-changer robot and the SAXS capillary cell can be removed as a single module from the P12 beamline and replaced with virtually any in-air sample environment. Extendable vacuum pipes sealed with Kapton windows are attached to the beamline to minimize the air gap around the sample position and to keep the background scattering from air to a minimum. The experimental table on which these sample environments are placed can support devices of up to 500 kg; for example, a high-temperature-sample holder can be mounted and aligned using an x-z linear translation stage with micrometre precision. A customized in-house on-axis microscope provides a magnified image of the sample position in the direction of the incident beam without incurring parallax error, enabling precise sample holder alignment. Users may also bring their own customized sample environments; recently, devices such as a hexapod for scanning SAXS applications and a heating stage (Linkham, Tadworth, UK) to reach extreme temperatures were successfully utilized at P12 by users from HZG.
4.1.1. Time-resolved SAXS environments. In a timeresolved experiment, SAXS data are collected from the intermediate states of a system as they shift toward a new equilibrium position. Controlled triggering of a reaction can be realized in several ways, for example by mixing two solutions, by changing the temperature or the pressure, or by directly activating a system using a laser-controlled photo reaction ( Spectroscopic signal and SAXS-derived parameters collected after the size-exclusion column. The black line corresponds to the UV signal, the red line corresponds to the refractive index and the green line corresponds to the right-angle light scattering. The signals are in arbitrary units and have been offset for clarity. Forward scattering (*) and radius of gyration (+) were computed from the buffer subtracted curves. fibril and assembly formation (Vestergaard et al., 2007) . Performing time-resolved experiments requires appropriate planning and control of the triggering mechanism based on the a priori information on the timescale of the reaction.
Kinetic investigations at P12 take advantage of the highly brilliant beam source and a rapid detector, both allowing for measurement times in the millisecond range. To date, most of the kinetic reactions studied on P12 have been triggered by solution mixing. The reactions on the scale of seconds can be measured in the sample changer using the standard in-vacuum configuration and do not require a dedicated experimental setup. For faster kinetics, an SFM300 Biologic stopped-flow device with a dead time of about 3 ms is mounted on the experimental table and aligned with the beam. Owing to the high flux and the low instrument background of P12, sufficient scattered photons can be collected in 30-50 ms to obtain an interpretable SAXS profile. Although the data are noisy, these measurements not only allow the radius of gyration R g to be monitored but also permit more sophisticated analyses (an example of a typical 50 ms frame is displayed in Fig. 6 ). The timescale of the stopped-flow experiments fits with the repetition rate (30 Hz) of the Pilatus 2M detector, and kinetic reactions can be followed with a time resolution of 33 ms. Several P12 user groups have employed the stopped-flow system for the analysis of their samples, including the analysis of the tRNA-modifying enzyme complex MnmE/MnmG (Fislage et al., 2014) .
A disadvantage of the stopped-flow apparatus is in its significant sample consumption. The device alone has a dead volume of over 100 ml, and repeated measurements are often needed to improve the signal-to-noise ratio in the data or to overcome radiation damage (if detected). Consequently, up to several millilitres of sample may be required to complete an experiment, which may be a prohibitively large quantity for many biological samples.
Microfluidic applications: the SAXS disc
Microfluidic devices allow for a rapid analysis of samples using a wide range of analytical techniques combined with limited sample consumption. Fabricated microfluidic chips have been used in combination with SAXS for a number of applications. These include time-resolved experiments to study kinetics in a continuous-flow chip (Graceffa et al., 2013) , exploration of macromolecular conformational states in a shear flow environment (Martin et al., 2010; Trebbin et al., 2013) , rapid mixing and sample dilution to measure the effects of solute concentration (Lafleur et al., 2011) , and online complex sample preparation (Martel et al., 2008) . Although microfluidic systems are effectively miniaturized 'labs-on-achip', the accessory components often required to control and operate the devices (pumps, valves, electronics, pneumatics etc.) can be very bulky; thus converting the lab-on-a-chip concept into what could be described as a 'chip-in-a-lab'. Here, we present a novel device, a centrifugal-force-driven microfluidic screening disc for solution SAXS measurements. The SAXS disc forgoes the need for any external pump or valve attachments during SAXS data collection (Ducré e et al., 2007) and offers a wide range of experimental possibilities for the structural biology user community.
4.2.1. SAXS disc operation and sample handling. The SAXS disc is a flat compact-disc-sized sample environment used for the handling and mixing of microlitre quantities of sample. The disc is divided into identical and independent sextants that each constitute an individual sample screen (Fig. 7) . Each sextant has three small reservoirs for depositing solutions: 2 ml of sample, 3 ml of mixing buffer and 3 ml of screening buffer. Once the samples and buffers have been loaded onto their respective reservoirs using standard pipetting, the disc is SAXS data from ribonuclease A measured in the sample changer (top) and on the disc (bottom), both with an exposure time of 50 ms, compared against the theoretical scattering computed from the atomic structure (PDB code: 1fs3). The curves are offset for clarity.
Figure 7
Layout of the SAXS disc microfluidic chip.
loaded into a centrifuge device that spins the disc with a preprogrammed rotation speed pattern in two successive phases. During the first phase, the disc is rotated at a moderate frequency (20 Hz), the centrifugal force drives the liquids from the loading reservoirs through air-tight microfluidic channels and splits the solution into 120 aliquots of 40 nl each. The solutions are held in place in the aliquoting chambers by surface tension across the narrow exit of a capillary valve (Cho et al., 2007) . After 90 s, all of the aliquoting chambers are filled and the rotation frequency increases (the second phase, 150 Hz for 5 min). The increased centrifugal force overcomes the capillary forces in the capillary valves and the liquid in the aliquots can further flow in one of the 20 air-tight cylindrical measurement cells (320 mm diameter, 1 mm path length). The windows through which the X-ray beam enters and exits the sample are made of polystyrene, which has a low scattering background. Each of the chambers is filled with six aliquots that are either sample, buffer or screening buffer, and the proportion of each solution in the obtained mixtures allows one to screen a broad range of conditions (Table 1 ). The 20 screening conditions per sextant are obtained after spinning that takes less than seven minutes, after which the disc is transferred to the beamline for the in-air SAXS measurements.
The SAXS disc is installed and aligned using a dedicated motorized sample holder and an on-axis camera equipped with a microscope for visualization of the measurement cells in the direction of the X-ray beam (Fig. 8) . The sample holder has a rotation stage to bring the selected cell into the beam position and fine adjustments are performed using the x-y translation stage. In the present prototype setup, a manual alignment aided by computer-controlled motors takes approximately 30-60 s per cell, i.e. approximately the same time required for the batch-mode loading and washing procedures used for the standard robotic sample changer. Automatic alignment based on image processing is under development and will further reduce the time necessary to rotate and align the SAXS disc for high-throughput screening.
SAXS disc case study: unfolding of ribonuclease A.
SAXS data were obtained from urea-induced denaturation states of ribonuclease A (RNase A) using the SAXS disc. The unfolding of RNase A has been well characterized (Pace et al., 1990; Sosnick & Trewhella, 1992 ) and the protein is thus a suitable standard to test the efficiency of the disc, both as a tool for mixing samples and as a sample environment for SAXS data collection. The appropriate reservoirs were loaded with 2 ml of unfolded RNase A solution (25 mg ml À1 , in 6 M urea, formate 30 mM, pH 3.5), 3 ml of 6 M of a matched urea buffer (formate 30 mM, pH 3.5) and 3 ml of a refolding buffer Evolution of the radius of gyration of ribonuclease A as a function of urea concentration. R g values computed from the sample-changer curves and from the SAXS disc are shown in black and in green for different protein concentrations (red points depict the average R g values).
Figure 8
Schematic diagram of the sample environment for the microfluidic disc. The disc (blue) is mounted on a motorized disc holder that can rotate the disc and translate it in vertical and horizontal directions for fine alignment. In the on-axis microscope, the camera (in yellow) points toward a mirror (light blue) inclined at 45 and provide images of the disc in the direction of the beam, without parallax error. A hole was drilled through the mirror to let the X-ray beam (red) go through, and the mirror is installed in vacuum to reduce air absorption and scattering. Table 1 Proportion of screening buffer and protein concentration in the measurement chamber of the SAXS disc.
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(no urea, formate 30 mM, pH 3.5). After spinning, 18 of the 20 measurement cells were filled with the sample; two chambers did not fill because of the presence of bubbles. SAXS data were collected using a 120 Â 200 mm incident beam with 50 ms exposure times. The reduced and subtracted scattering profiles and the extracted R g values were directly compared with the measurements using the sample-changer robot in batch mode (Fig. 6) . Overall, the SAXS data collected from the SAXS disc and the standard SAXS setup agree well, although the data derived from the disc have lower signal-to-noise ratios. It should be noted that the sample changer measurements required 100 times more sample to complete the same experiment and more than 30 min of preparation time was spent to manually set up the urea dilution series. The effects of urea on the structure of RNase A are reflected in the increase in R g . The R g value could only be determined here with relatively high uncertainties because RNase A is prone to radiation damage and only the first frame of 50 ms was used for analysis. The R g value increases from 1.5 nm to a plateau value of 2.2 nm as the concentration of urea increases (Fig. 9 ). This observation is consistent with R g values reported in the literature (Sosnick & Trewhella, 1992) and indicate that the protein undergoes a transition from a compact folded state to multiple unfolded states upon urea denaturation. At low urea concentrations, the experimental intensities both from the SAXS disc measurements and from the sample changer fit the intensities calculated from the crystal structure of RNase A as shown in Fig. 8 [PDB code 1fs3 (Chatani et al., 2002) , 2 = 0.61 and 0.88 for SAXS disc and sample changer measurements, respectively]. The consistency between the SAXS data collected from the SAXS disc versus those data collected from the sample changer shows that the integrated microfluidics of the disc function as an efficient mixing platform to deliver samples in the correct ratios to the measurement cells.
Although the SAXS disc data are of somewhat reduced quality compared with those collected with the sample changer, the disc data are still very much interpretable. Importantly, the SAXS disc affords an opportunity to rapidly screen multiple sample conditions using very low volumes. Consequently, for high-throughput screening of solution additives, this microfluidic device offers an attractive alternative to standard SAXS data collection strategies. The SAXS disc is currently being integrated into an automated low sample consumption system for rapid screening.
Automation of SAXS experiment and data analysis
Efficient work with the robotic sample changer at P12 requires full automation of the SAXS experiment and its analysis. Synchronized and automated sample loading, data collection, reduction, processing, analysis and modelling protocols are needed to improve the overall quality assurance and simplify user operations. A typical SAXS experiment utilizing the invacuum setup and the sample-changer robot typically requires a repetition of a well defined sequence of data collection steps. Each measurement comprises the following steps: (a) cleaning of the capillary where the specimen is exposed to X-rays; (b) transport of the specimen into the capillary; (c) opening of the shutter; (d) flow of the specimen through the capillary to minimize radiation damage; (e) collection of the scattering pattern; (f ) recording of monitor values, such as transmitted beam intensity, capillary temperature etc.; (g) closing of the shutter; and (h) removal of the exposed specimen from the capillary. After the sample loading and data collection steps have been completed, the data should be automatically processed. Automation of these procedures, especially when considering that thousands of data sets can be produced during a user shift, is critical for the efficiency, reliability and outcomes of the experiments.
Automation of the SAXS experiments with a samplechanger robot
Automated collection of SAXS data requires synchronized and coordinated actions of all beamline components. Reliable communication between the devices at P12 is based on the threefold integrated networking environment (Bartkiewicz & Duval, 2007) . This environment provides a programming interface to implement servers controlling the hardware devices over the network. These devices include the automatic sample changer, a beam shutter, an X-ray detector and various monitors such as those for transmitted beam intensity, storage ring current, pressure inside the fly tube and temperature of the capillary etc. To automate the measurement, the sequence of actions needs to run autonomously. This task is executed by the BMS, a key component of the automated SAXS experiment, first implemented at the EMBL X33 beamline .
The role and the importance of the BMS are illustrated by describing a typical measurement and the actions carried out by the user. The user places the macromolecular solutions and respective buffers in the sample changer tray. Using the graphical user interface BECQUEREL (Fig. 10) A screenshot of the graphical user interface of the P12 beamline.
enters the positions of the specimens in the tray and their details, including description, code, concentration, temperature, volume, desired number of frames to be collected and exposure time per frame. This can be done either in advance or shortly before the measurement. The user determines the order in which the specimens should be measured. BECQUEREL allows the samples with their corresponding buffers based on the code to be associated; in this case the order of the measurements will be determined semi-automatically. From this point the BMS is programmed to perform the sequence of the hardware actions necessary for the desired outcome and no further manual intervention is needed. The BMS measuring interface allows for attended, unattended and remote operation, and the latter option, which was already in use at X33, is routinely offered to the users of P12.
Optimization of SAXS measurements
The SAXS measurement is usually performed according to either of two scenarios. (1) The specimen is loaded into the capillary and does not move during the exposure. This way a volume down to only 5 ml can be measured but the static sample is subject to radiation damage. (2) The specimen is loaded and then pumped through the capillary such that the flow, the X-ray exposure and data collection are started simultaneously. Subsequently, the specimen flow stops, the beam is turned off and data collection stops at the same time. The exposure of the moving specimen reduces radiation damage but requires a higher sample volume (typically 20-40 ml). Owing to the network overhead, the synchronization between start and stop of the exposure, data collection and movement of the specimen may not be precise. In reality, up to 50% of the loaded volume might not be exposed to X-rays and, thus, is wasted from the experimenter's point of view. Moreover, a lack of synchronization may lead to a situation where the shutter is open, data are collected but the flow of the specimen has not yet started. Alternatively, the specimen flow may stop before the exposure and data collection are finished. Both of these cases can lead to local radiation damage of the specimen.
To overcome this lack of synchronization, we introduced and tested a new setup where exposure starts with an empty capillary and the specimen flow through the capillary is initiated only once multi-frame data collection has started. The volume flowed during exposure is chosen to be larger than the sample volume such than the exposure ends again with an empty capillary. After data collection, the sample frames are distinguished from the empty capillary frame using the same algorithms as for detection of radiation damage (see below). This mode of operation ensures that 100% of the specimen volume is exposed to the X-ray beam and the flow of the specimen is guaranteed during the entire exposure (thus minimizing radiation damage). This setup does not require exact synchronization between data collection, specimen exposure and flow in the capillary and significantly improves the reproducibility of the measurements.
Automated data processing and analysis
Modern SAXS beamlines are capable of producing large amounts of data and automated processing and analysis is nowadays a necessary prerequisite for an efficient beamline operation. The first prototype pipeline encompassing the entire data analysis process was developed for the X33 beamline . On P12, a full data analysis pipeline (SASFLOW), starting from handling two-dimensional scattering patterns and ending with the construction of the ab initio low-resolution particle shape, is implemented, which is a further development of the prototype reported by Franke et al. (2012) . Another major advantage of the modular setup of SASFLOW is the possibility to easily add additional components to the pipeline for specific experiment types. For example, a number of customized modules including buffer recognition and correlation of biophysical data with SAXS data were added for the on-the-fly data processing and analysis of the on-line chromatography SEC-SAXS (TDA) experiments. The automated analysis using the SEC-SAXS data in combination with TDA is still a work in progress. Below we shall briefly present the main features of SASFLOW, highlighting the recent developments made when implementing the pipeline to P12 (Fig. 11) .
The outcome of a SAXS measurement is a two-dimensional scattering pattern, which is radially averaged and normalized against the transmitted beam intensity. The radial averaging previously was done by the BMS and tailored to the particular setup; at P12, it has been made hardware independent. This allows reproduction of the radial averaging step by the user.
Exposure of a specimen results in a number of frames (typically 20), which are compared to detect radiation damage using a novel approach called correlation map (Franke et al., submitted) . The frames that do not have any statistically significant differences are automatically averaged to improve the signal-to-noise ratio. Typically a buffer is measured before and after each sample. The buffer background is subtracted from the sample signal, followed by normalization by the sample concentration.
Further analysis of the subtracted data includes evaluation of the radius of gyration (R g ) and the forward scattering I(0) from the Guinier approximation (Guinier & Fournet, 1955) . The forward scattering I(0) as well as the Porod volume are used to estimate the molecular weight of the macromolecule. Currently, molecular weights are determined from the forward scattering value using a calibration standard (bovine serum albumin). Automatic absolute scaling, using the scattering of pure water and of the empty capillary, is in development and will be available in the near future. The pair distance distribution function p(r) is automatically computed and provides another estimate for the radius of gyration and the maximum dimension of the particle, D max . The particle shape is then automatically reconstructed ab initio using DAMMIF (Franke & Svergun, 2009) .
The derived overall parameters are stored in an XML summary file, which can be visualized by a web browser (Fig. 11b) . To provide real-time visual feedback a number of plots have been included into the P12 summary. The experiresearch papers mental data are plotted as log I(s) versus s. The degree of compactness of the macromolecule is conveniently represented as a Kratky plot s 2 I(s) versus s: a bell-shaped peak indicates a globular particle, whereas a plateau is typical for extended or unfolded proteins. Prior to plotting, the intensities are divided by I(0) and s is multiplied by R g in order to obtain the normalized (or dimensionless) Kratky plot. In the case of a globular particle the peak position would be at 3 1/2 , with a maximum around 1.104. Linearity of the Guinier plot ln I(s) versus s 2 is a sensitive indicator of the quality of the experimental data. Deviations from linearity point to interparticle interference effects or polydispersity of the sample. The distance distribution function p(r) is plotted to scale alongside the ab initio model. Presenting such a summary to the user in real time gives the possibility of optimizing the sample measurement conditions and repeating the measurement.
Conclusion
The recent tremendous progress in biological applications of solution scattering has significantly increased the demand for high-quality biological SAXS at synchrotron facilities, and many of the new users from the biological community attracted to this technique are novices to the field. This fact imposes, in addition to the technical requirements of high beam brilliance, stability and low background, the needs for rapid and robust autonomous operation and for simplicity of use of the beamline environment. With the new influx of users, biological solution SAXS beamlines can no longer afford to operate in manual modes like they did a decade ago.
We described here a versatile P12 beamline setup optimized for solution scattering studies combining high brilliance and low background and dedicated sample environments including a solution handling robot, on-line sample purification and characterization, and extended options for time-resolved and microfluidic high-throughput studies. A robust and efficient automation of the data collection and handling allows for SAXS data collection and analysis with minimal intervention from the experimentalist with the preliminary results provided within a few minutes. With this automation not only can the experimentalists measure many more samples during a visit to the synchrotron, but the direct feedback provided by the data analysis pipeline allows for a more interactive approach, e.g. determining that a sample needs to be re-measured or its buffer conditions must be adjusted. Moreover, mail-in and remote operation are routinely offered to users. For mail-in experiments, the samples sent by the users are measured by the beamline staff, and the raw and processed data and preliminary ab initio models are sent back to the user. For remote operation, the samples sent by the user are placed in the sample changer storage tray by the beamline staff. The user takes full control of the measurements over the internet using the free NX client of NoMachine (http://www. nomachine.com), as described by Franke et al. (2012) , and the data collection is performed from home or office (for more information see: http://www.embl-hamburg.de/biosaxs/user_ info.html).
The instrumental setup presented here fulfils the expectations of most biological SAXS users but the instrument is of course being further developed. Thus, an environment for SAXS experiments in extreme conditions (chemical, temperature, pressure) is being prepared in collaboration with HZG. Among the ongoing developments at P12 are the extended possibilities for rapid kinetic experiments, which will be accessible as of spring 2015 thanks to the multilayer monochromator (presently being installed) that will boost the flux by a factor of 50. To allow for a sub-microsecond range time resolution, appropriate devices are being developed to produce and control precise X-ray pulses, to synchronize the measurements, and to achieve a rapid triggering of the biological reactions. The use of a microfluidics chip on the SAXS beamline is also being further developed. For the screening chip, automatic alignment of the well with the beam is being implemented to allow full automation of the data collection.
